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Abstract — In  this  article , authors  attempt  to  describe  the 
refurbishment  of  a temperature  controlled  shaking  water 
bath.  The  instrument  has  mechanical  part  and  electronic 
part  that  consists  of  temperature  controller  and  shaking 
circuit.  Temperature  controller  circuit  has  been  designed 
locally  and  mechanical  part  and  shaking  circuit  has  been 
re-installed  successfully.  The  circuit  has  been  designed 
using  IC  transducers  (590KH)  which  acts  high 
impedances  constant  current  generator  (lpA/°K) 
temperature  range  from  0°C  above  ambient  +100°C  . The 
instruments  have  been  refurbished  for  MUD,  IFRB, 
AERE,  Savar. 
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I.  INTRODUCTION 

Control  system  is  used  in  all  areas  of  industry.  The 
process  may  encompass  almost  any  conceivable  operation 
ranging  from  operation  of  a machine  tool  to  filling  milk 
bottles.  The  components  comprising  a simple  control 
system  can  be  categorized  as  controller,  final  actuator  or 
servo,  the  process  and  the  sensor  [1]. 


Fig.  1:  Shows  the  Complete  Block  Diagram  of  the  Refurbished  Shaking  Water  Bath. 


A precise  temperature  control  module  for  shaking  water 
bath  has  been  designed  that  consists  of  process  means  a 
simple  electric  heater;  control  variable  is  the  temperature; 
on-of  controller,  triac  as  a servo  and  the  IC  sensor.  The 
module  has  been  designed  to  meet  industrial  research, 
environment,  biotech  and  general  laboratory  applications 
which  require  close  temperature  control  [2].  Temperature 
range  from  0°C  above  ambient  +100°C,  infirmity  being  + 
0.30C  [3].  Multi-turn  potentiometer  control  for  simple, 
accurate  and  repeatable  operation.  Digital  panel  meter 
temperature  display,  simultaneously  reads  set  point  and 
water  temperature  [4]. 


II.  PRINCIPLE  OF  OPERATION 

The  operation  of  the  precise  temperature  control  module 
for  the  shaking  water  bath  can  be  illustrated  in  electric 
heater  operating  in  a TRIAC  circuit  [5].  The  power 
supplied  until  the  set  point  is  reached.  Delays  exist  due  to 
the  thermal  capacity  of  refectories,  the  load  and  the 
temperature  sensor.  When  the  power  is  switched  off  when 
the  set  point  is  reached,  heat  continue  to  flow  resulting  in 
overshot  and  when  the  temperature  falls  through  the  set 
point  there  is  a delay  before  the  power  is  switched  on. 
The  delay  is  known  as  lag.  The  relative  position  of  the 
sensor  and  load  with  respect  to  the  heating  elements  are 
critical.  If  the  sensor  is  remote  from  the  heating  element, 
large  relativity  slow  swings  of  temperature  with  possible 
overheating  of  the  load  will  occur,  while  it  is  close  to  the 


www.iiaems.com 


Page  | 715 


International  Journal  of  Advanced  Engineering,  Management  and  Science  (IJAEMS)  [Vol-3,  Issue-7,  July-  2017] 

https://dx.doi.ora/10.24001/iiaems.3.7.1  ISSN:  2454-1311 


heating  element  rapid  oscillation  will  occur  and  load  may 
not  reach  the  required  temperature.  Oscillation  about  the 
set  point  is  inevitable  with  on-off  control  since  switching 
occur  only  at  the  set  point,  when  full  power  is  applied  [6]. 
A small  difference  between  the  set  point  and  the 


temperature  at  which  the  power  is  connected  often  exists 
and  this  may  be  increased  to  prevent  rapid  wear  of  switch 
contacts.  Proportional  action  is  the  basis  of  continuous 
control. 


III.  CIRCUIT  DESCRIPTION 


■+  Vn  12v 


Fig.  2:  The  Complete  circuit  diagram  of  the  Water  Bath  Temperature  Control.  Module. 


The  power  input  at  any  temperature  0 within  the 
proportional  band  is  given  by 

w = (D 

P=\  1 (2) 

Where,  02  is  the  temperature  of  the  upper  limit  of  the 
proportional  band. 

0i  is  the  temperature  of  the  lower  limit 
Wo  is  the  maximum  power  input  at  02 
e is  the  error  signal  and 
b is  the  constant  for  the  system. 

The  power  can  be  varied  by  controlling  the  mark/space 
ratio  by  using  thyristors  [7,8]  to  give  rapid  sequence  or 


phase-shift  control.  The  overshot  is  reduced  by  decreasing 
the  power  input  as  the  set  point  reached. 

3.1:  Power  Supply:  Power  supply  circuit  comprises  step 
down  X-former  XI,  Bridge  Brl  and  IC  regulator(7812). 
3.2:  Supply  Filter  Circuit  : The  supply  voltage  is  filtered 
using  R1  and  Cl  for  ripple  free  biasing  voltage. 

3.3:  Temperature  Preset  circuit:  Consists  of  zener  diode 
Dzl,  resistor  R3,  R4  and  variable  resistor  VR1,  VR2  and 
VR3. 

3. 4: Sensing  circuit:  The  heart  of  the  temperature 
Controller  module  is  the  sensor  circuit  comprising  of 
sensor  (590KH),  IC1. 

3.5:  Switching  circuit:  The  output  from  the  sensor  circuit 
is  applied  to  optocoupler  circuit  through  the  switching 
circuit  R7  and  Ql. 
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3.6:  Display  circuit:  Locally  designed  DPM  has  been  used 
as  a Display  circuit. 

3.7:  Measure  temperature  buffer  circuit:  IC2  stabilize  the 
input  from  the  sensor  to  the  Digital  Panel  Meter. 

3.8:  Measure  temperature  reference  circuit:  IC3  stabilize 
the  reference  signal  from  the  reference  circuit  to  the 
DPM. 

3.9:  Set  temperature  buffer  circuit:  IC4  is  responsible 
buffering  the  preset  voltage  from  the  temperature  preset 
circuit  to  the  DPM. 

3.10:  Set  temperature  reference  circuit:  IC5  stabilize  the 
preset  reference  normal. 


Table  1:  Shows  the  performance  of  the  Shaking  Water  Bath 


SI. 

No. 

Normal/  Measure 
Temperature 
(°C) 

Set 

Temperature 

(°C) 

Water 

/Thermometer 
Temperature  (°C) 

Thermal 

Inertia 

(°C) 

Rise 

Time 

(min) 

Fall 

Time 

(min) 

Inertia 

Time 

(min) 

1 

27.5 

37.5 

42 

2.50 

14.48 

1.14.7 

14.02 

2 

37.5 

47.5 

52 

2.50 

14.12 

37 

9.14 

3 

47.5 

57.5 

62 

1.80 

14.05 

19 

9.11 

4 

57.5 

67.5 

72 

1.30 

17.10 

14 

4.25 

5 

67.5 

77.5 

84 

1.10 

17.14 

9 

4.10 

6 

77.5 

87.5 

90.5 

0.90 

17.37 

7 

2.03 

7 

87.5 

97.5 

100.5 

0.60 

17.57 

3 

1.12 

3.11:  Power  control  circuit:  This  is  the  power  or  heater 
control  circuit  of  the  temperature  controller  module  of  the 
shaking  water  bath.  The  main  components  are  R6,  IC6 
RIO  ,R1 1,  VR4,  VR5,  VR6,  R9,  Dl,  D2,  D3,  D4,  CIO, 
R12,  DIAC,  TRIAC  and  arc  extinguisher  by  controlling 
the  firing  voltage  at  the  DIAC,  power  can  be  controlled 
to  the  heater. 

3.12:  Shaking  circuit:  After  checking  and  performance 
testing,  the  original  shaking  circuit  has  been  reused 
successfully. 
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Series  1:  Thermometer  Reading ;Series2:  Measure 
Temperature 

Fig.  4:  Shows  the  comparison  between  measure 
temperature  and  thermometer  reading. 


Series  1:  Set  Temperature  ; Series2:  inertia  temperature 
Fig.  5:  Shows  the  comparison  between  set  temperature 
and  inertia  temperature. 


Fig.  6:  Shows  the  comparison  between  set  temperature 
and  rise  time. 
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Seriesl:Set  Temperature;  Series2:Fall  Time 
Fig.  7:  Shows  the  comparison  between  set  temperature 
and  fall  time. 
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Seriesl:  Thermal  Inertia;  Series2:  Thermal  Inertia  Time 
Fig.  8:  Shows  the  comparison  between  thermal  inertia 
and  thermal  inertia  time. 


IV.  RESULT  AND  DISCUSSION 

Fig.4  shows  the  comparison  between  the  measure  value 
and  the  thermometer  reading.  It  has  been  observed  that 
direct  thermometer  reading  is  slightly  greater  than  the 
former  one.  The  cause  is  due  to  the  different  thermal 
resistance  between  the  device  case  and  transducer 
container  as  the  process  is  heat  treatment  in  a water  bath. 
For  smooth  transmission  of  heat  between  them  a thermal 
conductor  has  been  used.  The  second  graph  describes  the 


www.iiaems.com 


Page  | 717 


International  Journal  of  Advanced  Engineering,  Management  and  Science  (IJAEMS)  [Vol-3,  Issue-7,  July-  2017] 


h ttps://dx.  doi.  org/1 0. 24001/iiaems.  3. 7. 1 

thermal  inertia  at  each  set  point.  The  highest  thermal 
inertia  has  been  recorded  at  the  lower  set  point  and  the 
lowest  at  the  higher.  There  exists  a inverse  relationship 
between  the  two  temperature.  The  Fig. 6 gives  information 
about  the  rate  of  rise  of  temperature  for  the  designed 
temperature  control  module.  It  has  been  easily  observed 
that  the  rise  time  for  first  three  segments  between  30°C  to 
60°C  is  almost  equal  about  14  mins  and  different  for  other 
four  segments  between  60°C  to  100°C  is  almost  same  17 
mins  only.  The  average  rate  of  rise  of  temperature  for  this 
module  is  1.60min/°C.  Likewise,  the  rate  of  fall  of 
temperature  from  thermal  inertia  to  at  each  set  point  has 
been  closely  observed  from  the  third  graph.  The  fall  time 
of  temperature  for  the  first  segment  is  comparatively  quite 
high.  This  is  due  to  first  set  point  is  very  close  to  normal 
temperature  and  that’s  why  cooling  rate  is  very  slow. 
Thereafter  as  the  set  point  are  increase  and  the  fall  time 
decrease  gradually.  The  average  rate  of  fall  time  for  this 
module  has  been  recorded  as  1.48  min/°C.  Finally,  the 
fig. 8 describes  the  relation  between  the  thermal  inertia 
and  time  duration  for  the  same.  It  shows  that  near  the 
normal  temperature  the  thermal  inertia  as  well  as  time  is 
higher.  Thereafter  they  fall  below  towards  the  upper 
temperature.  The  average  rate  of  thermal  inertia  has  been 
observed  as  0.62  min/°C. 

V.  CONCLUSION 

The  refurbished  Shaking  Water  Bath  has  been  tested 
repeatedly  and  its  performance  was  found  satisfactory. 
The  data  in  the  table.  1 and  the  graphical  representations 
show  the  performance  and  characteristics  of  the  system. 
The  designed  module  is  cost  effective,  simple  and  reliable 
in  operation  in  the  Shaking  water  Bath. 
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